[The new Greenfield vena cava filter, which can be inserted percutaneously].
A clinical experience with the new Greenfield vena cava filter is described. It is made of titanium and is slightly larger than the original filter and can be inserted percutaneously through the 12 F sheath. The filter was inserted very easily and no significant complication was encountered.